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1. Intended use

The External Trigger TTL input has been designed to allow the connection of a TTL wired 
signal to represent a signal into an EEG channel for the Enobio or StarStim devices.

2. Safety Information

The TTL external trigger input, ensures the isolation of the subject following the norms: 

• UNE-EN 60601-1:1993 + A1:1996 + A2:1996 + A3:1997 + A2/ERR:1999
• UNE-EN 60601-1-2:2008
• UNE-EN 60601-2-26:2004

3. Connections to the device

External Trigger TTL input 
Quick Guide

1	 Vcc 5V

2	 TTL Input

3	 GND

4	 EEG channel

5	 DRL from NECBOX

6	 DRL to mastoid
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